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1. Introduction
Knee arthroplasty, like hip replacement, is becoming increasingly common as the overall
population begins to age. The survival rate of the knee implant is also increasing and is now
similar to that of hip prostheses (85%-90% at 15 years).
Although complications in knee replacements have been widely reported and discussed,
the literature contains few studies about patellar complications after total or partial knee
arthroplasty.
Patellar complications after knee arthroplasty are infrequent but they can lead to unsatisfac‐
tory clinical outcome. Complications are often underestimated because the femoral compo‐
nent makes visualization of these lesions difficult. Evaluation must begin with a thorough
history and physical examination. Laboratory tests and imaging studies can provide addi‐
tional evidence to support a particular diagnosis.
The aim of this chapter is to describe and analyze complications affecting the patella in pa‐
tients with total or partial knee arthroplasty and to illustrate some representative examples
of the spectrum of findings on different imaging techniques, such as plain-film radiography
and ultrasound (US), with the emphasis on plain-film findings.
Together with the clinical examination and follow-up, thorough plain-film and computed to‐
mography (CT) studies should be done before and after the surgery. Later follow-up is directed
toward identifying complications such as instability/dislocation, fracture, osteonecrosis, infec‐
tion, erosion, impingement on the prosthesis, patellar or quadriceps tendon tear, and loosening
or rupture of the patellar prosthetic button. One large study demonstrated that obtaining plain-
film radiographs immediately after knee arthroplasty is not cost-effective. [1]
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In the follow-up, plain-film radiographs usually suffice for the assessment of patellar com‐
plications and are helpful for guiding treatment. Some authors recommend a weight-bear‐
ing axial radiograph to better assess patellofemoral kinematics. [2-3] Although radiographs
are the mainstay in evaluating loosening or infection, they are limited by their less than opti‐
mal sensitivity and specificity. [4]
In one study, the sensitivity and specificity of plain-film radiography compared to the find‐
ings at surgery were 77% and 90%, respectively, for detecting femoral component loosening,
and 83% and 72%, respectively, for detecting tibial component loosening. [5] However, no
specific studies about patellar prosthetic button complications are found in the literature.
In the past, the roles of CT and magnetic resonance imaging (MRI) in the assessment of joint
prostheses were inconsequential due to image degradation by artifact. However, improve‐
ments in techniques and instrumentation have greatly improved the usefulness of CT and MRI
in patients with joint replacements. Although no studies have addressed the routine use of
these techniques for the follow-up of asymptomatic patients, some authors recommend CT to
look for osteolysis in patients with painful knee prostheses with normal or equivocal radio‐
graphs and increased uptake on all three phases of a bone scan. [6] Another group of research‐
ers [7]- [8] recommend multidetector CT in cases where osteolysis is likely, such as those with
aseptic loosening and gross polyethylene wear. In patients with loosening, CT examination
may also be useful to show the extent and width of lucent zones that may be less apparent on ra‐
diographs; in these cases, CT makes it possible to assess rotational alignment of components
and to detect subtle or occult periprosthetic fractures of the patella. [9-10]
We use CT to assess component alignment and position as well as rotation of the patella
with respect to the femur in patients with knee arthroplasty.
In patients with metallic knee prostheses, we use MRI for very specific indications, such as to
evaluate the soft tissues surrounding the patella like the patellar and quadriceps tendons, Hof‐
fa’s fat pad, prepatellar subcutaneous tissue, and others. Although MRI is the technique of
choice to evaluate the soft tissues [11], its use is seriously limited by drawbacks such as the high
cost of acquiring, installing, and maintaining the equipment; magnetic susceptibility; the diffi‐
culties of working in a magnetic field; the large number of artifacts; long examination times that
may require sedation; discomfort due to the noise inside the scanner; and possible claustropho‐
bia. However, now nearly all implants are non-magnetizable and modern scanners allow im‐
ages to be manipulated, so magnetic artifacts are no longer a problem. Thus, it could be argued
that MRI will eventually supplant US; [12]; for example, MR may be helpful in detecting extrac‐
apsular spread of infection and abscess formation. [13]
2. Material and methods
Every year between 1998 and 2011, our hospital carried out more than 200 total knee re‐
placements and 10 to 15 implantations of unicompartmental prostheses of the knee. In some
knee replacement procedures, the patella was left intact, but in others patellar resurfacing
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was performed or a prosthetic button was implanted. When the patella is intervened, it is
often resurfaced with high-density polyethylene, which may be metal backed.
We retrospectively reviewed 1400 consecutive examinations in patients treated with total or
partial knee arthroplasty in the last two years; 54 (3.7%) patients (35 women and 19 men)
presented patellar complications. Mean patient age was 74 years (range, 55-90 years). In
some cases, patients had prostheses in both knees.
All patients were followed up immediately after surgery, at 6 months, and then yearly or
when necessary, using anteroposterior, lateral, and axial (Merchant view) radiographs. Lat‐
eral and axial projections are better for visualizing and evaluating the evolution of the patel‐
la after knee replacement.
In certain cases according to the clinical symptoms, patients underwent US, especially to
evaluate the morphological integrity of the patellar and quadriceps tendons and other soft-
tissue structures around the patella.
3. Results
The patellar complications that we observed following total knee arthroplasty include insta‐
bility/dislocation, fracture, osteonecrosis, infection, erosion, impingement on the prosthesis,
patellar or quadriceps tendon tear, and loosening or rupture of the patellar prosthetic but‐
ton. The mean interval from total knee replacement to patellar complication was 5 years and
9 months (range, 5 months-15 years).
3.1. Instability/dislocation (n=21)
Patellar instability (n=15) is the commonest complication after knee arthroplasty. In total
knee arthroplasty, most complications related to the extensor mechanism are caused by pa‐
tellar maltracking instability. [14] Patellar maltracking may result from component malposi‐
tioning and limb malalignment, excessive femoral component size, prosthetic design,
inadequate patellar resection, or soft-tissue imbalance. [15] Patellofemoral instability likely
results most frequently from internal malrotation of the femoral or tibial components. [16]
Malpositioning of femoral and tibial components may affect patellar alignment. Although
the axial rotation of the femoral component can be determined using plain-film radiographs
or MRI, CT is most commonly used for this purpose. [17] Excessive combined internal rota‐
tion of tibial and femoral components is associated with patellar complications. [18] Further‐
more, one study [19] found the amount of excessive combined internal rotation was directly
proportional to the severity of patellofemoral complications. The rotation of the femoral
component can be assessed with relation to the transepicondylar axis, the Whiteside line, or
the posterior femoral condyles. The femoral component should be parallel to the transepi‐
condylar axis and the tibial component should be in about 18 degrees of internal rotation
with relation to the tibial tubercle.
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Careful radiographic follow-up should be considered when deep flexion is achieved in a
knee with a patella baja after total knee arthroplasty (Figure 1). Patellar dislocation (n=6) is
mainly due to direct trauma to the patella or to extensor mechanism rupture [20] (Figure 2).
Figure 1. Patellar Instability. A 60-year-old man, five years after total knee replacement. Lateral radiograph reveals
caudal displacement of the patella (curved arrow).
Figure 2. Patellar Dislocation. A 71-year-old woman, five years after total knee replacement. Axial radiograph (Mer‐
chant view) of the knee prosthesis with cemented prosthetic button of the patella demonstrates lateral patellar dis‐
placement on flexion (curved arrow).
Alterations in the patellotibial distance can occur during total knee arthroplasty due to ex‐
cessive soft-tissue release that requires elevation of the joint to regain stability and place‐
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ment of the polyethylene patellar component distally on the patella. Another cause of
acquired patella baja seen commonly in total knee arthroplasty is elevation of the joint line,
referred to as pseudo-patella baja. [21]
Radiographic evaluation of the patella primarily uses the lateral view and the sunrise or
Merchant’s view. This projection should show the central ridge of the patella lying at or me‐
dial to the bisector of the trochlear angle. This approach is also helpful for evaluating patel‐
lar tilt, but not it is very sensitive for determining the cause of patellofemoral pain.
The lateral view reveals the patellar thickness, inferior or superior positioning, as well as ad‐
equate fixation and position of the components. The positioning of the patellar component
(centralized or tilted in relation to the trochlear sulcus or subluxated/dislocated) is clearly
seen and may reveal the cause of instability. Tilt can be defined as medial or lateral, depend‐
ing on its relation to the femoral condyles. Subluxation can be measured as displacement
from the center of the prosthetic femoral intercondylar groove. [22]
3.2. Osteonecrosis (n=5)
Patellar resurfacing during total knee arthroplasty remains controversial. Several patellar
complications such as fracture, avascular necrosis, and instability are related to resurfacing.
On the other hand, some authors report lower re-operation rates and postoperative pain
when the patella is resurfaced. Attention should be directed to the ultimate patellar thick‐
ness. Whether or not to resurface should be determined based on the exact initial thickness.
A thicker patella is prone to instability, whereas a thinner patella is associated with higher
complication rates. Patellar fragmentation and sclerosis of the fragments are presumed to
represent osteonecrosis (Figure 3). The osteonecrosis may be due to disruption of the vascu‐
lar network of the patella during total knee replacement surgery. [23] Medial parapatellar
arthrotomy, fat pad removal, and lateral release all contribute to patellar devascularization.
Evolutional osteonecrosis may lead to patellar fracture.
Figure 3. Patellar Necrosis. A 68-year-old man, seven years after total knee replacement. Axial radiograph of the
knee prosthesis shows bony sclerosis with fragmentation of the patella (arrow).
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3.3. Fracture (n=9)
Patellar fractures in association with total knee replacement are uncommon and occur pre‐
dominantly in patients with resurfaced patellae. [24] Most fractures appear to occur in the
first few years after total knee replacement.
Patient, implant, and technical factors are important predisposing causes of these patellar
fractures. Avascularity, trauma, fatigue, and stress also play an etiologic role in some patel‐
lar fractures.
Trauma to the patella, either direct or indirect, and increased patellofemoral stress are other
causes of fracture. Indirect causes might include an eccentric quadriceps muscle contraction
associated with a stumble, resulting in an avulsion fracture (Figure 4).
Figure 4. Patellar Avulsion Fracture. A 73-year-old woman, seven years after total knee replacement. Lateral radio‐
graph shows a transverse avulsion fracture in the mid-portion of the patella with displacement of its poles in the crani‐
al-caudal direction (arrows).
Patellar fractures are not associated with prior injury. Because patellar fractures are often
asymptomatic and discovered incidentally, follow-up radiographs are essential for their de‐
tection. Transverse fractures seem to be related to patellar maltracking, and vertical frac‐
tures often occur through a fixation hole. CT or MRI can detect some fractures that go
undetected on plain-film radiographs.
Prevention is the best treatment. Important outcome criteria include the integrity of the ex‐
tensor mechanism, patellar implant fixation, and anatomic location. Surgery on patients
with patella fractures has a high complication rate and should be avoided if possible. [25-26]
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3.4. Infection (n=2)
Although rare, infection can appear in the patella after total or partial replacement of the
knee. [27] Unspecific radiological signs of infection include a lytic lesion or osseous sclerosis
in the patella or in the joint facet of the femur in the femoropatellar joint (Figure 5). Clinical
symptoms may orient the diagnosis of infection.
Figure 5. Patellar Infection. A 70-year-old man, nine years after partial knee replacement. Axial radiograph (Mer‐
chant view) of the knee prosthesis shows osteolysis on the lateral facet of the femur (arrow) with a non-cemented
hemiarthroplasty of the knee, corresponding to a focus of infection, with sclerosis in the patella, suspected of infective
infiltration. These findings were confirmed during surgery, and excisional debridement of the infection and total pa‐
tellectomy were performed. Cultures were positive for Pseudomonas aeruginosa.
Plain-film radiographs are usually negative in the first ten days, even when clinical signs
raise suspicion of infection. The radiological presentation varies, sometimes including local‐
ized rarefaction in the patella with or without sequestrum, or osseous destruction of the pa‐
tella with or without an irregular bony fragment adjacent.
Surgical biopsy would provide the definitive diagnosis. The treatment of osteolytic lesions
of the patella should be surgical.
3.5. Erosion/Impingement (n=6)
Patellar instability can cause erosion (n=2) in the joint facet of the patella due to friction with
the femoral component of the knee arthroplasty (Figure 6). The erosion may appear as a lytic
lesion that can simulate a subchondral cyst due to any arthritic process or small particle dis‐
ease. Careful comparison with the pre-arthroplasty plain-films is essential. The erosion
should not be confused with a dorsal defect in the posterior surface of the patella that occa‐
sionally persists into later life. The dorsal patellar defect is usually well delineated.
Patellar impingement (n=4), the so-called patellar clunk syndrome, results from the forma‐
tion of a fibrous nodule over the proximal pole of the patella and reportedly occurs in cases
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of total kneed arthroplasty in which a posterior stabilized design is utilized. [28] Arthro‐
scopic or open resection of the fibrous nodule can eliminate this syndrome.
Figure 6. Patellar Osteolysis. A 75-year-old man, three years after total knee replacement. Axial radiograph (Mer‐
chant view) shows osteolysis of the lateral facet of the patella (black arrow) due to the loosening of both the total
knee prosthesis and the patellar prosthetic button (white arrow). There was clinical suspicion of infection but cultures
were negative.
Patellar impingement also is seen when patella baja develops after posterior stabilized total
knee arthroplasty and when the patella becomes impinged against the femoral component
(Figure 7). [29] Patellofemoral complications (osteoarthritis and impingement) are rarely
seen after total replacement and even more rarely after unicompartmental arthroplasty [30],
so their long-term consequences are not well known.
Figure 7. Patellar Impingement. A 71-year-old man, four years after total knee replacement. Axial radiograph (Mer‐
chant view) shows a reduction in the space between the knee arthroplasty and the patella, with consequent reactive
patellar sclerosis (asterisk).
Arthroplasty - Update444
However, in our study the symptoms in knees with patellar impingement were usually
more severe than in knees with degenerative changes.
3.7. Loosening or rupture of the patellar prosthetic button (n=7)
A patellar  prosthetic  button (patellar  component)  is  added to  total  knee replacement  in
certain cases.  Like all  joint  prostheses  (such as  hip,  knee,  and small  joints),  the  patellar
button may loosen or rupture with the same or similar characteristic radiological signs as
in the other joints. Loosening of the patellar button (Figure 8) may cause significant ante‐
rior pain. Thin fixation pegs, maltracking, and trauma frequently induce component loos‐
ening.  Revision  of  a  failed  patellar  component  is  typically  associated  with  a  relatively
high complication rate.
Figure 8. Prosthetic Button Loosening. A 71-year-old woman, two years after total knee replacement. Axial radio‐
graph (Merchant view) shows patellar subluxation with prosthetic button loosening (arrow).
Osseous changes that may be observed in the patellar prosthetic button following total or
partial knee arthroplasty include radiolucent lines, osteolysis, change in prosthesis position,
and polyethylene wear. Radiolucent lines superimposed on the femoral component can of‐
ten be obscured by the metal tray if the view is not perfectly tangential to the component
surface. Nonprogressive focal radiolucent areas less than 2 mm in size are often insignifi‐
cant; however, progressive, circumferential, radiolucent areas larger than 2 mm are often in‐
dicative of prosthesis loosening.
Rupture of the patellar prosthetic button (Figure 9) is rare but can occur due to polyethylene
wear, fusion defects in the polyethylene structure [31], or trauma to the patella. [32] The inci‐
dence of wear in patients with all-polyethylene and metal-backed components ranges from
5% to 11%. Congruity, maltracking, and contact force are associated with polyethylene wear.
Decreased polyethylene thickness in metal-backed designs is the determining factor for
mechanism failure.
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Figure 9. Prosthetic Button Rupture. A 68-year-old woman, four years after total knee replacement. Lateral radio‐
graph shows a rupture of the patellar prosthetic button (arrow) with caudal displacement.
Prosthetic loosening, small particle disease, and infection are the most frequent causes of os‐
teolysis of the patellar component. A change in position of components on serial images is
indicative of prosthesis loosening. [33]
3.8. Patellar or quadriceps tendon tear (n=4)
Rupture of patellar or quadriceps ligaments occurs infrequently. However, the complica‐
tions  of  an  untreated  rupture  to  the  extensor  mechanism  can  be  extremely  disabling.
Contributing  factors  are  excessive  dissection  and  knee  manipulation,  and  trauma.  The
same  mechanical  causes  that  produce  patellar  fractures  can  produce  patellar  [34]  or
quadriceps  [35]  tendon  tear.  US  is  the  method  of  choice  for  studying  the  patellar  or
quadriceps tendons to confirm or rule out tendon tears (Figures 10 &11). An abrupt high
patella  is  seen on lateral  radiographs in some patients  with clinical  suspicion of  tendon
rupture  after  total  knee  replacement,  but  US is  necessary  to  confirm the  diagnosis.  Al‐
though  MRI  can  also  be  useful  in  this  context,  it  is  not  widely  used.  Other  diagnostic
possibilities  are  chronic  tendonitis  or  tendon laxness.  Treatment  outcomes  for  ruptured
patellar ligaments are not good.
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 Figure 10. a-c).- QuadricepsTendon Rupture. A 73-year-old woman, ten years after total knee replacement. Lateral
radiograph (a) shows patellar displacement and rotation with clinical suspicion of quadriceps tendon tear (black ar‐
row). US (b) confirms a disrupted quadriceps tendon (long white arrow) with a suprapatellar fluid collection (short
white arrow) and a 5 cm gap between the end of the tendon and the patella. Compare with the sonogram of the
contralateral knee showing a normal quadriceps tendon (fine black arrow) with total knee replacement (c) in the
same patient, who had rheumatoid arthritis.
Figure 11. Patellar Tendon Rupture with Patellar Avulsion Fracture. A 69-year-old woman, twelve years after total
knee replacement and two years after revision knee replacement with long femoral and tibial stems. Lateral radio‐
graph shows cranial displacement with transverse avulsion fracture in the mid-portion of the patella (long arrow).
Note the extensive soft-tissue edema in the patellar area (short arrows), leading to suspected patellar tendon rupture,
which was confirmed at ultrasonography (not shown).
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4. Conclusion
Patellar complications following knee arthroplasty are generally uncommon but often of po‐
tential clinical significance. Plain-film radiographs are essential for the evaluation of patellar
complications after surgery and should be the initial imaging study performed. Careful at‐
tention to initial prosthesis placement and comparison of follow-up images will allow subtle
abnormalities to be detected in patellar complications. US may have a special role in the
evaluation of soft-tissue structures around the patella.
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